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Abstract 

This work presents an approach to automatically create 3D thermal models using multi-perspective 
measurements with a multimodal camera system consisting of a thermal camera and a depth camera. Additional 
attributes such as color can also be added to the model. The paper centers its attention on the geometrical calibration of 
the cameras and the validation of the results. The design of an adequate calibration target is discussed and different 

options are evaluated. To expose the applicability of the approach two inspection tasks are used as examples. 

1. Introduction 

Motivation and Problem Statement 

Thermal imaging has become a helpful and widely used tool for inspection and control tasks in industrial 
applications [1,2]. Since a single thermal image alone is often not sufficient in large and complex inspections tasks and 
self-explanatory (i.e. on sceneries where temperature gradients are small or when dealing with large objects), additional 
data like color photos, position and orientation of the camera, environment conditions, thermograms of the surrounding 
area due to limited FOV or close-ups are required for documentation and decision making. Visual images, for example, 

can be used for enhancing thermal image segmentation algorithms since visual images give a different representation of 
the scene (complementary information). Thermal imaging can also be used as complementary information where the 
main used modalities are from another nature (i.e. spatial or color data as main source of information). Taking this into 
account, the fusion of thermal and spatial information is considered in this work by using a thermal camera and a depth 
camera for obtaining 3D-thermal models (see Figure 1).  

 

 
Figure 1. a: Multimodal system with a Jenoptik IR-TCM 640 thermography camera and Microsoft Kinect depth 

camera. b - e: 3D-thermal model of a fridge. Fridge (back) (b: color – c: thermal); Fridge (front) (d: color – e: thermal). 

State of the Art 

The fusion of thermal and spatial information has gained attention in the last years, especially in fields where 
the spatial data is used as main source of information (i.e. building modeling [3,4,5,6]). In some applications, the 3D-
thermal models are built by using image-processing techniques [6,7]. In many other applications a multi-sensor system is 
used where at least one thermal camera is required as thermal information source. Spatial data can be obtained by 
means of different sensors, such as:  

 

• Laser range finder [8,9] 

• Depth camera [3,10] 

• Visual camera [11,12] 

• Second thermal camera [13] 

 
All these multi-sensor systems have to be calibrated in order to know the spatial relation between the sensors. This can 
be carried out using a calibration target [10,14,15,16]. When the system is calibrated, a 3D thermal representation from 
the scene can be obtained. However, in the above-mentioned publications the design and suitability of the calibration 

target is not well-explained or considered at all. Different camera positions and orientations are also often not considered 
to create a complete 3D representation of the whole scene (not just limited by the FOV of the camera).  
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2. Thermal and Depth Information Fusion 

System Description 

A stereo-multimodal system based on a thermal camera (Jenoptik IR-TCM 640, Focal length: 30 mm, FOV: 
30ºX23º, Spectrum: 7 �m - 14 �m, image size: 640x480) and a depth camera (Microsoft Kinect, Focal length: 6.1 mm, 

FOV: 57ºX45º, image size: 640x480) was used in this application. The cameras were arranged in a way that their lenses 
were horizontally aligned (see Figure 2 (left)). They were attached to each other using Velcro sheets and a damping 
band between the contact surfaces of the two cameras. Zip ties were also used to make the connection more rigid. 

 
Figure 2: a: Stereo-multimodal system setup. b: Field of view (FOV) relationship between the cameras.  

Because of the different field of views (FOVs) of the cameras (see Figure 2 (right)), it is expected that the 
spatial data as well as the thermal data are not completely used. 

 
Figure 3: Pinhole Camera Model 

Geometric Model 

For geometrically describing the system, first each camera was considered as a pinhole camera. In the pinhole 
camera model, the relation between the 3D world and the 2D image is described through a perspective projection 

[17,18]. An actual pinhole camera has no optical distortion, since the light travels in a straight light through the pinhole 
(see Figure 3). However, the path of light in a lens is quite complex because of the number of elements and the physical 
phenomena involved. The tangential and radial distortion of the camera can be modeled adding a special term to the 
pinhole-camera equations. The following pinhole camera based equations are widely accepted for describing camera 
projections: 
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where � = �!! , �!! , �!!
!

 is a 3D point in the camera coordinate system, �, � ! is a point in the image 

coordinate system, � = �!, �!, �!, �!, �!  is a vector of the  radial and tangential distortion parameters and � is a positive 

definite matrix called the camera matrix ( �! , �! : focal length scaling factors, �!, �! : principal point). � and � are called 

the camera intrinsic parameters. The variables �,�,�, � and � are intermediate variables that are used to simplify the 

representation of the equations. The spatial relation between the arranged/fixed cameras (normally horizontally aligned) 
of the system is represented by means of a 4x4 transformation matrix � composed by a 3x3 rotation matrix � and a 3x1 

translation vector �. 
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Using this transformation matrix, a 3D point � in the coordinate system of one of the cameras can be 

transformed into the coordinate system of the other one. This means that pixels from one camera image can be mapped 
to another camera image since the depth (spatial) information of the scene is known. With the matrix � and the intrinsic 

parameters of both cameras a point �!, �!
!from the depth camera image can be mapped into the thermal image 

( �! , �!
!) by using the following equations: 
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where �� is a 3D point on the depth cameras coordinate system, � the depth information from the depth image, ���� the 

distortion function described by equation (3), �� the depth camera matrix, �� the distortion coefficients of the depth 

camera, �� a 3D point on thermal cameras coordinate system, �� the thermal camera matrix and �� the distortion 

coefficients of the thermal camera. 

Geometric Camera Calibration 

In order to find the intrinsic parameters of a camera it is necessary to carry out a calibration process (geometric 
calibration). In this work a widely accepted calibration method described in [19] was used. It requires a flat calibration 
target that contains several detectable markers in known positions (calibration pattern). Once the calibration pattern is 
detected in the images, a calibration algorithm is carried out relating the image coordinates and the spatial coordinates of 
the detected markers (features). Similarly, for finding the spatial relation between the two cameras one image it is 

required from each camera (simultaneously taken) of a common calibration target (stereo calibration). By means of an 
algorithm that uses the intrinsic parameters (obtained from the geometric calibration) of each camera for finding the 
position and rotation of the calibration target with regard to each camera the transformation matrix � (equation 5) is 

obtained. This means that the markers of the calibration target have to be suitable for both cameras. Taking this into 
account, different materials and calibration features were tested for designing a suitable target. 

3. Calibration Target 

As it was mentioned above, the geometric calibration of cameras and stereo camera systems is generally 
carried out using a flat calibration target. This target contains detectable features for the camera arranged in a known 
pattern. In a thermal camera, the information obtained from it is related to the reflected infrared (IR) rays of the objects in 
the scene. Materials with a high emissivity do not absorb much infrared energy so they reflect most of the IR-rays back. 

For that reason, calibration targets made of materials with different emissivities are suitable for thermal camera 
calibration (e.g. PCB (Printed Circuit Board). �!"! = 0.99, �!"#$ !"#$%& = 0.0575). In [14,20,11], for example, aluminum was 

used due to its high emissivity. In [10] Styrofoam was used. 
The Kinect obtains the spatial information of the scene based on an IR-light pattern detected by a near-IR 

camera. This means that the depth data as well as the near-IR data from the Kinect can be used for its geometric 
calibration. When dealing with depth images, calibration targets made of transparent materials [21] or with holes [10] are 
suitable because they create a depth change in the scene. For near near-IR images, since the near-IR spectrum is close 
to the visual spectrum, materials for calibration of normal cameras (e.g. paper [22]) can be used while illuminating them 
i.e. with a halogen lamp. 



Target Classification 

Considering the overview in the literature, targets can be classified into different categories (see Figure 4). 

Based on its working principle, a target can be passive or active. Passive targets don’t use external energy sources for 
being detectable by the sensor. They exploit the emissivity � of their material. Active targets use external energy sources 

to be detected (e.g. calibration targets with lightbulbs for thermal camera calibration). A target can be also classified 
based on the features (markers) it uses. Features represent gradient changes of pixel intensities in an image. These 
gradient changes can be obtained by using different kind of features (i.e. corners, circles, lines, rings, etc.).  Depending 
on how the markers are arranged in the calibration target, a target can be structured or unstructured. Structured patterns 
have features arranged in known coordinates (e.g. symmetric/asymmetric grids) whereas features in unstructured pattern 
have unknown positions that have to be measured before any calibration. Table 1 shows some examples of calibration 
targets with their respective classification. 

 

 
Figure 4. Calibration target classification 

Table 1. Examples of calibration targets 

Target 
type 

Checkerboard 
[14] 

Hermann 
grid [10] 

Square grid [23,24] 
Asymmetric 

grid 
Unstructured 

[16] 

Picture 

      

Working 
principle 

Passive Passive Passive Active Passive Passive 

Features Corners Corners Circles Circles Circles Other 

Pattern Structured Structured Structured Structured Structured Unstructured 

Manufacturing Considerations 

One of the goals of designing a calibration target for this multimodal system is to have a suitable, easy to 
manufacture and not expensive target. Active targets require, in most of the cases, electrical devices (e.g. cables, 
lightbulbs, etc.) [12,23], which increases the complexity of the target. Such targets are also expensive and don’t 

guarantee a good precision since they are in most of the cases handmade. For that reason, the design of a passive 
target was carried out considering the working principle of each camera (Thermal camera: IR, Kinect: near-IR structured 
light), the common characteristics between the modalities involved and the intrinsic parameters of the cameras (i.e. FOV 
for designing the size of the target). In order to find the most suitable material, feature, pattern and size, a set of tests 
was carried out using standard camera calibration software (OpenCV [25]) and varying the features, materials and 
patterns of the target.  

Tests of Features and Materials  

Targets used for single thermal and single depth calibration were tested using the thermal, depth and near-IR 

modalities. Paper, PCB, glass and firm cardboard were used (Figure 5). Line intersections (corners) and circles as 
detectable markers (features) arranged in symmetric and asymmetric patterns were tested.  Figure 6 shows the results. 

 

 

  
Fig. 5: Testfield and therm
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Figure 5. Various tested calibration targets. From left to right: Paper (chessboard), glass (chessboard), PCB 
(chessboard), laser-cut firm cardboard target (asymmetric circles). 

 

Figure 6. Images of different calibration targets depending on camera modality and target material 

Target Selection 

As it can be observed in Figure 6, features are apparent for both cameras when the emissivity of the markers is 

different with regard to the target’s surface. The quantity and position of the markers in the target depends on the target’s 
size. Tests using the PCB checkerboard showed that this target could be used for the calibration of the multimodal 
system. However, special light conditions for the near-IR image of the depth camera have to be guaranteed and the 
target has to be big enough so the calibration pattern can be detected. This last condition implies higher manufacture 
costs that can be avoided by using other materials. In [26,27] it is shown that better calibration results can be obtained 
when having circles instead of corners as detectable features. Considering these observations cardboard and circular 
holes were chosen as material and features, respectively. The thermal/reflective properties of cardboard (�!"#$ = 0.81) 

are suitable for taking thermograms when its surface is heated, such that a temperature difference to the background is 
obtained. The circles (holes) are also detectable in the near-IR and depth image of the Kinect (see Figure 7). 

 

 
Figure 7. Calibration pattern recognized in each modality (near-IR (left), depth (middle), thermal (right)) 



Target Dimensions 

The target/calibration pattern size and the spatial range, where the target is positioned with respect to the 

cameras system, are obtained by considering the FOV of both cameras, the effective range of the depth camera and the 
focus of the thermographic camera. The number of pixels on an image that an object occupies in horizontal and vertical 
direction can be calculated using the following relations based on the geometry of the pinhole model: 
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where ℎ and � are the objects width and height, respectively, in pixels,  � and � are the objects width and height in the 

real world, � is the distance of the object to the camera, �! and �! are the focal length scaling factors in horizontal and 

vertical direction, � the focal length, �! and �! the scaling factors, ���! and ���! the angle of view in horizontal and 

vertical direction, respectively, �! and �!  are the dimensions (in pixels) of the image in horizontal and vertical direction. 

Considering that the calibration target uses circles (holes) as features, the diameter of the holes can be calculated using 
the following equation: 
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where � is the number of holes on the target in the horizontal direction (columns). The number of rows � (number of 

holes in the vertical directions) can then be obtained using: 
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Taking the parameters of the thermal camera (image size: 640x480), a minimal distance � between system and 

calibration target of 1 m (the effective range of the depth camera is 0.8-3.5 m [22]) and choosing a number of columns 
� = 9 of the pattern, a hole diameter �! = 50 mm and a number of rows � = 8 are inferred. This carries to a targets size 

of 60x45 cm. Using � as parameter, a fixed focus of the thermal camera was set. 

4. Geometric Calibration of the System 

The geometric calibration of the multimodal system is carried out in two steps. First, a single geometric 
calibration is performed for each camera for finding the respectively intrinsic parameters. The geometric calibration of the 
thermal camera was carried out using the designed calibration target. The target was heated up with a dryer in order to 
get images with a better contrast. The depth camera was calibrated using the same target and the near-IR images. 20 

images were taken for each camera. The calibration algorithm detects the features in each image, estimates the initial 
calibration parameters (without considering the distortion parameters) by a closed-form solution and then optimizes them 
by Levenberg-Marquardt (including distortion parameters) to minimize the reprojection error. For the stereo calibration of 
the system at least one image of the designed calibration target from each camera is required. Using the intrinsic 
parameters of the cameras the position and orientation of the calibration target with respect to each camera’s coordinate 
system is obtained and so is the spatial relation between them. Knowing the spatial relation between the cameras, depth 
information can be remapped to thermal information by using equation (8). 

Parallax Effect Correction 

Depending on the scene, there may be some points that are seen by only one camera (see Figure 8). This 
means that for two reprojected points from the depth camera a single temperature value (point �! in Figure 8) is going to 

be assigned. This is called the parallax effect. Considering that the lenses of the camera are horizontally aligned the 
reprojected images can be corrected by filtering duplicated image coordinates in vertical direction. 

 



 
Figure 8. Parallax effect. 

5. Validation 

In order to validate the results of the single and stereo calibration of the cameras three approaches are used: 
Visual analysis, mean reprojection error of a set of reprojected points and by using a motion tracking system (MTS). 

Visual Analysis 

The simplest approach to find out if the fusion of the data was performed in a good way is by looking at the 
reprojected images using the calibration board. As it can be seen in Figure 9 the fusion between the depth image and 

the thermal image is carried out correctly. 
 

    
Figure 9. Visual validation of the thermal-depth fusion. Depth image (left). Thermal image (middle). Fused 

image (right). 

Mean Reprojection Error 

The accuracy of the fusion can be analyzed by looking at the reprojection error, which represents the distance 
(error) between a detected point and a reprojected point in an image. 20 images of the calibration board were taken for 
this purpose. Since 36 markers can be detected in each image of the calibration target, a total of 720 points were used to 
test the accuracy of the calibration. Each detected point from the near-IR image was reprojected to the thermal image 
using the equations (6), (7) and (8) and then compared to the respective detected point on the thermal image, so a 

reprojection error can be calculated. A mean reprojection error (from the 720 points) of about 0.5 pixels (about 1.3 mm in 
space) was achieved. 

Validation using a MTS 

A motion tracking system (MTS) gives the position of objects within a workspace when markers are placed on 
them. Using a MTS a reprojection error of the multimodal fusion can be measured, since a point with known position in 
the MTS can be reprojected to each cameras image. The first step is to calibrate the multimodal system with respect to 
the MTS. This can be achieved by using the designed calibration target. Markers were placed on both the multimodal 



system and the calibration target so their position with regard to the MTS coordinate system is known. Taking an image 
of the calibration target (see Figure 10 left) the transformations � and ��� (see Figure 10 right) are obtained.  

Not changing the position of the multimodal system (��� is constant) and changing the position of the 

calibration target the position of a point � (see Figure 10 right) in the calibration target with regard to the MTS coordinate 

system (���) can be transformed to each camera’s coordinate system and projected to each camera’s image. 

Comparing the projected and detected points in the image an error can be calculated. After testing different positions it 
was noticed that the spatial error is about 1,5 mm. 

 

 
Figure 10. Calibration setup (left). Coordinate system arrangement: multimodal system and MTS (right). 

Discussion 

The mentioned approaches have shown to be effective for analyzing and validating the results of the 
thermal/spatial data fusion. The visual analysis has demonstrated that the mapping between thermal and depth images 
and the parallax effect correction have been done correctly. However, it is not possible to determine the accuracy of the 
mapping with this approach since no benchmark is used. By using the mean reprojection error of a set of reprojected 
points, a measure of how accurate the system is, can be obtained. The results have shown a mean reprojection error 
smaller than one pixel.  When using a MTS for validating the results, a mean reprojection error can be obtained as well. 
Results have shown that the obtained mean reprojection errors from the last two approaches correspond to each other. 
Sources of error like varying the focus settings of the thermal camera and the calibration of the MTS were considered for 

detecting and correcting systematic errors. 

6. Application: 3D Thermal extended Data 

Using a motion tracking system, multiple measurements (scenes) can be matched and a more complete 
representation of objects or rooms can be obtained. For this purpose, the multimodal system and the MTS have to be 
calibrated in the same way described above. It is also necessary that the workspace of the MTS is big enough to enable 
free movements of the multimodal system. By moving the multimodal system around an object or a room data from 
different perspectives as well as the camera’s position and orientation are obtained and saved. These data can be 
matched spatially by a transformation to the global MTS coordinate system. With help of a point cloud visualization 

software, information of interest (e.g. spatial, visual and thermal) can be filtered in order to obtain the desired 
representation. Figure 11 and Figure 12 show 3D-thermal representations of an outstretched utility corridor, which has 
been obtained using the process mentioned above. 

 

Figure 11. 3D-representation of a utility corridor 1. Left: Picture of the place. Middle: Visual-3D representation. 
Right: Thermal-3D representation. 



 

Figure 12. Second 3D-representation of a utility corridor 2. Left: Picture of the place. Middle: Visual-3D 
representation. Right: Thermal-3D representation. 

7. Summary and Outlook 

In this work a multimodal system based on a thermographic camera and a depth camera was used for fusing 
thermal and spatial data. Two cameras were arranged in a fixed way and their spatial relation was obtained by means of 
a geometric calibration (which requires a calibration target) based on the pinhole camera model. The design and nature 
of the calibration target determines the success of the calibration and depends on the working principle of the cameras 
and manufactories precision. The calibration success was assessed by inspecting the image visually, by measuring the 

reprojection error between markers (features) that are detectable on both images and by using a motion tracking system, 
which delivers accurate positions of objects with regard to a global coordinate system. Results showed that the 
reprojection error is smaller than one pixel. Together with the motion tracking system, measurements from different 
perspectives of a scene were taken. Knowing the position and orientation of the multimodal system with respect to the 
motion tracking system, all measured data can be transformed and matched into a common coordinate system. From 
this, a complete representation is obtained, where thermal, visual and depth information can be selected. The distance to 
the objects and their emissivity have to be taken into account for obtaining better results. Next works will address 
alternative sensors for obtaining depth information from the scene (e.g. laser range finder, visual camera, another 
thermal camera). 3D data processing techniques for enhancing the obtained 3D models as well as feature extraction and 

segmentation algorithms for finding information of interest within the obtained data are going to be considered. 
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