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Abstract 
The impact of ambient humidity on a surface acoustic wave (SAW) propagation in the structure consisting of hematoporphyrin 

(Hp) film deposited on a piezoelectric lithium niobate substrate has been studied. The SAW transmission dependencies on frequency 
were measured using an RF network analyzer, and the variation in the SAW velocity was measured using SAW delay-line oscillator 
technique. The increase in the SAW velocity and decrease in the SAW attenuation with increasing ambient humidity was observed. Both 
dependencies exhibited exponential dependence on a humidity, and the relative velocity change was proportional to the squared change 
in the attenuation. This observation is in agreement with the conductivity related mechanism of the humidity impact on the SAW 
propagation parameters in a hematoporphyrin-lithium niobate structure. The results show that Hp - LiNbO3 structure can be used as a 
SAW humidity sensor. 
Keywords: surface acoustic wave, hematoporphyrin, humidity sensor. 

 

Air humidity is a very important parameter for many 
application areas, such as automotive industry, food 
processing, meteorology, semiconductor technology, civil 
engineering and construction, medicine and health care. 
Conventional techniques of humidity measurements 
comprise mechanical and chilled mirror hygrometers, wet 
and dry bulb psychrometers, and infrared (IR) optical 
absorption hygrometers. With the advent of fiber optics 
(FO) technology, various FO-based techniques, including 
direct spectroscopic, evanescent wave, in-fiber grating and 
interferometric methods, have been applied for a humidity 
sensing [1]. The dominating role in development of 
humidity sensors belongs to electronic technologies, which 
allow implementation of low cost, reliable and compact 
devices based on capacitive, resistive and gravimetric 
methods [2]. Surface acoustic wave (SAW) humidity 
sensors use variations in SAW velocity or attenuation 
caused by the humidity-induced changes in mass density, 
viscoelastic properties, electric conductivity or dielectric 
properties of propagation medium [3]. The SAW sensors 
have a higher sensitivity than resistive and capacitive 
sensors [4]. Typical SAW humidity sensors use various 
polymer films as humidity-sensitive materials [5]. 
Recently, we have demonstrated the applicability of 
porphyrin family materials for implementation of SAW 
humidity sensors [6]. The important advantage of such a 
sensor was its high response and recovery speed in the sub-
second range [7]. This was a motivation to investigate the 
suitability of another family material, hematoporphyrin 
(Hp), for use in SAW humidity sensors. In the present 
paper, we report on the impact of ambient humidity on the 
SAW attenuation and velocity in a hematoporphyrin-on-
LiNbO3 structure.  

Hematoporphyrin (see Fig. 1) was first isolated from 
blood in 1867. It is a tetrapyrrole aromatic macrocycle, 
derivatives of which have been used for photodynamic 
treatment of cancerous tumors.  

A sample under investigation consists of an YZ 
LiNbO3 substrate with a deposited Hp film as shown in 
Fig. 2. A pair of Al-film interdigital transducers (IDTs) for 
SAW excitation and reception was deposited on the 
substrate by photolithography. The IDT period was 40 μm, 
the aperture was 2 mm, the number of electrode pairs        
N =  20, and center-to-center spacing of IDTs was 12 mm.  

The hematoporphyrin powder (Sigma-Aldrich, USA) 
was dissolved in distilled water and further diluted until the 
concentration of 2·10-4 mol/l was obtained. Optical 
spectroscopy measurements of this solution were 
performed using the Cary the 50 (Varian, Inc.) 
spectrophotometer. Fig. 3 shows the characteristic Soret 
band in the optical absorption spectrum of the solution. Its 
peak at 375 nm is blue-shifted with respect to that of a 
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Fig. 1. Hematoporphyrin molecule 
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Fig. 2. Hematoporphyrin-on-LiNbO3 structure 
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monomeric Hp solution. It is known that the blue shift of 
the Soret band is related with arrangement of 
hematoporphyrin monomers into face-to-face aggregates 
(H-aggregates) [8]. The Hp film was deposited on the 
SAW propagation path between the IDTs as follows: an 
amount of 10 – 20 μl of the prepared solution was dropped 
on the substrate surface and dried at a room temperature in 
ambient air. The width of Hp film along SAW propagation 
was 3 mm, and the film thickness was on the order of 
microns, much less than the acoustic wavelength.  

The samples ware placed into the closed chamber of 
about 5-liter volume. When the small piece of a wet paper 
was inserted into the chamber, the relative humidity (RH) 
slowly increased in time at the rate of a few % per minute. 
When the piece of a dry paper was inserted, the RH slowly 
decreased at a similar rate. The RH variations were 
monitored with the digital thermo-hygrometer RH411 
(Omega Engineering, Inc.). 

The transmission characteristics of the fabricated SAW 
structures were measured using the network analyzer 
E5062A (Agilent Technologies, Inc.). Fig. 4 shows the 
transmission loss dependence versus frequency f measured 
for the bare (without Hp layer) YZ-LiNbO3 substrate. The 
calculated curve in Fig. 4 is based on the equivalent circuit 
of an IDT connected to the RF generator shown in Fig. 5 
[9]. Based on this circuit, the SAW power can be 
expressed as: 
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E is the electromotive force and Rs is the intrinsic 
resistance of the RF generator. The factor ½  appears in 
Eq. 1 because only a half of SAW power radiated by the 
bidirectional IDT arrives to the receiving IDT.  

The frequency dependent radiation conductance Ga 
and motional succeptance Ba of the IDT are expressed by 
well known expressions derived from the crossed-field 
model [10]: 
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K2 is the electromechanical coupling constant, the IDT 
center frequency is 

 
Λ

=
Vf0 ,  (3d) 

V and Λ respectively are the SAW speed and the 
wavelength. The IDT static capacitance CT can be 
expressed as 

 NWCCT 0= ,  (3e) 
where C0 is the capacitance per single electrode pair of unit 
length, N is the number of electrode pairs, and W is the 
overlap length of IDT electrodes. Assuming that the energy 
conversion processes in both IDTs are reciprocal, the load 
resistance RL of the receiving IDT is equal to Rs, and there 

is no propagation loss between two IDTs, one may express 
the transmission losses of the two-port SAW device as 
follows: 
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The calculation parameters K2 = 4.5 %, and C0 = 0.46 
pF/mm for YZ-LiNbO3 were taken from Ref. 9. For N = 20 
and W = 2 mm one obtains CT = 18.4 pF. As seen from Fig. 
4, the measured and calculated (from Eq. 4) T (f) curves 
agree quite well.  
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Fig. 3. Soret band in the optical absorption spectrum of Hp solution 

with concentration 2·10-4 mol/l 

75 80 85 90 95 100
-60

-40

-20

0
 Experiment
 Theory

Tr
an

sm
is

si
on

 (d
B

) 

f (MHz)
 

Fig. 4. Experimental and theoretical transmission dependencies on 
frequency of SAW device on bare YZ-LiNbO3 substrate 
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Fig. 5. Equivalent circuit of IDT connected to RF source 
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No effect of the ambient humidity on the transmission 
characteristics was observed for bare YZ-LiNbO3. In 
contrast, the SAW transmission characteristics of the 
samples with Hp layers strongly depended on a humidity. 
Fig. 6 shows the transmission characteristics of the Hp-
LiNbO3 SAW structure measured at different ambient 
humidity values. As seen, the hematoporphyrin layer 
introduces additional losses, which increase with 
increasing RH. At IDT center frequency 86 MHz, this 
increase is 4.5 dB, 11 dB, and 18.5 dB at RH = 13 %, 28 
%, and 36 % respectively.  We attribute this increase in 
transmission losses to the increase in SAW attenuation in 
hematoporphyrin layer as it adsorbs water from 
environment. The SAW attenuation extracted by dividing 
the loss change by the Hp layer length (3 mm in our case) 
is plotted in log scale as a function of a relative humidity in 
Fig. 7. As seen, the attenuation growth with RH can be 
well described by the exponential function 4.7 exp 
(RH/14.3).  

Next, the impact of ambient humidity on the SAW 
velocity in Hp-LiNbO3 structure was investigated. For this 
purpose, we used the SAW-delay-line oscillator technique 
first described in [11]. The SAW delay-line oscillator 

consists of a wide-band RF amplifier with the SAW delay 
line connecting the amplifier input and output for a 
positive feedback. The custom-made RF amplifier was 
used in our experiment, and the Hp-LiNbO3 structure 
under investigation was used as a positive-feedback 
element. More details on the SAW oscillator technique can 
be found in Ref. 12. Fig. 8 shows the image of the SAW-
delay-line oscillator incorporating the Hp-LiNbO3 sample 

is shown in. The fundamental frequency of the oscillator 
was 85 MHz. The oscillator was placed into the measuring 
chamber and the dependence of its oscillation frequency on 
ambient humidity was measured using the multi-function 
counter MS6100 (Mastech). Fig. 9 shows the measured 
change in the SAW oscillator frequency versus relative 
humidity with respect to the frequency value at RH = 9 %. 
With increasing humidity, the oscillator frequency 
decreases, and this decrease has a strongly non-linear 
character. The overall measured change in the frequency is 
about 30 kHz, i.e. 0.035 % of the fundamental frequency.  

No frequency dependence on humidity was observed 
for the SAW oscillator with a bare LiNbO3 substrate. This 
confirms that the oscillator frequency variation is due to 
the moisture adsorption by Hp layer. We attribute this 
variation to the humidity-induced variation of the SAW 
velocity. The relative change in the SAW velocity can be 
extracted from the relative oscillator frequency change 
with the help of expression: 
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where L is the center-to-center spacing between IDT 
transducers, and L1 is the length of Hp layer along the 
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Fig. 6. Transmission characteristics of Hp-LiNbO3 SAW structure 
measured at different values of relative humidity (solid lines). 
The dashed line shows transmission characteristic for bare 
LiNbO3 substrate.   
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Fig. 7. Dependence of SAW attenuation on a relative humidity in Hp-

LiNbO3 SAW structure at IDT center frequency 86 MHz. Dots 
– experiment; dashed line – exponential fit of the experimental 
dependence  
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Fig. 8. SAW delay-line oscillator: 1 - amplifier, 2 - Hp-LiNbO3 

sample, 3 - power supply  
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Fig. 9. Change in SAW oscillator frequency versus ambient humidity  
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SAW propagation. In the sample investigated, L = 12 mm, 
and L1 = 3 mm. The extracted dependence of relative 
velocity change (in log scale) on a relative humidity is 
plotted in Fig. 10. As seen, it can be satisfactory 
approximated by the exponential function 9.5 x 10-6 exp 
(RH/8.3). 

We consider the change in Hp layer conductivity as a 
possible physical mechanism responsible for the observed 
changes in SAW attenuation and velocity. The dependence 
of the SAW attenuation on the layer sheet resistivity Rs is 
(see e.g. [13]): 
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where ε is the effective dielectric constant, ε0 is the 
permittivity of free space, and ω is the angular SAW 
frequency. When the sheet resistivity decreases from 
infinity to a finite Rs value, the corresponding SAW 
velocity change can be expressed as:  
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If the condition 10 >>sVRεε  is satisfied, 

 sRA 1~ , 21~ sRVVΔ .  
Hence,  

 2~ AVVΔ . (8) 
The slope of the dependence const·A2(RH) for measured 
attenuation values is shown in Fig. 10. The constant was 
arbitrary chosen to fit the numerical value of ΔV/V at RH = 
25 %. One can see that the experimental dependencies of 
SAW attenuation and relative velocity change are in good 
agreement with the relation (8). This confirms the 
assumption of a conductivity related mechanism of the 
humidity impact on the SAW propagation parameters in 
hematoporphyrin-lithium niobate structure.  
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Aplinkos drėgmės įtaka paviršinių akustinių bangų slopinimui ir 
greičiui  hematoporfirino - LiNbO3 dariniuose  

Reziumė 

Ištirtas aplinkos oro drėgmės poveikis paviršinių akustinių bangų 
(PAB) sklidimui darinyje iš hematoporfirino (Hp) sluoksnio, suformuoto 
ant pjezoelektrinio YZ-LiNbO3 padėklo. Grandinių analizatoriumi 
išmatuotos darinio dažninės PAB perdavimo charakteristikos, o naudojant 
PAB vėlinimo linijos generatorių – PAB kreičio kitimas. Nustatyta, kad 
didėjant santykiniam drėgniui PAB slopinimas Hp sluoksnyje didėja, o 
greitis mažėja. Parodyta Hp-LiNbO3 PAB linijos kaip drėgmės jutiklio 
taikymo galimybė.  
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Fig. 10. Relative change in SAW velocity versus ambient humidity at 

frequency 85 MHz. Dots – experiment; dashed line – 
exponential fit of experimental dependence; solid line – 
attenuation squared.  


